Introduction: We aimed to determine i) the feasibility of nurses taking bedside measurements of microcirculatory parameters in real time in intensive care patients; and ii) whether such measurements would be comparable to those obtained by the classical delayed semi quantitative analysis made by a physician. Methods: This prospective observational study was conducted in a university hospital and was approved by our local Institutional Review Board (IRB 00006477). After ICU admission and study inclusion, a set of measurements of macrocirculatory and microcirculatory parameters was taken by the nurse in charge of the patient every 4 h within the first 12 h after admission and before and after every hemodynamic therapeutic intervention. Seventy-four sublingual microvascular measurements were performed with incident dark field illumination (IDF) microscopy in 20 mechanically ventilated patients hospitalized in the ICU. Results: There were no significant differences between the microvascular flow index (MFI) taken in real time by the nurses and the delayed evaluation by the physician. In fact, the nurses' real-time measurement of MFI demonstrated good agreement with the physician's delayed measurement. The mean difference between the two MFIs was −0.15, SD = 0.28. The nurses' real-time MFI assessment showed 97 % sensitivity (95 % CI: 84-99 %) and 95 % specificity (95 % CI: 84-99 %) at detecting a MFI <2.5 obtained by a physician upon delayed semiquantitative measurement. Concerning the density, 81 % of the paramedical qualitative density measurements corresponded with the automatized total vessel density (TVD) measurements. The nurses' real-time TVD assessment showed 77 % sensitivity (95 % CI: 46-95 %) and 100 % specificity (95 % CI: 89-100 %) at detecting a TVD <8 mm/mm
.
Conclusion:
A real-time qualitative bedside evaluation of MFI by nurses showed good agreement with the conventional delayed analysis by physicians. The bedside evaluations of MFI and TVD were highly sensitive and specific for detecting impaired microvascular flow and low capillary density. These results suggest that this real-time technique could become part of ICU nurse routine surveillance and be implemented in algorithms for hemodynamic resuscitation in future clinical trials and regular practice. These results are an essential step to demonstrate whether these real-time measurements have a clinical impact in the management of ICU patients.
Introduction
The aim of hemodynamic resuscitation including fluid challenge or vasopressor administration is to restore microcirculation perfusion and tissue oxygenation, to avoid hypoxia, and to protect organ function [1] . Much evidence supports microcirculation playing a major role in the pathogenesis of shock and in the development of organ failure in critically ill patients [1] [2] [3] . Persisting alteration of microcirculation despite restoration of macrocirculation is linked to the outcome of patients with shock [4] .
The microcirculatory dysfunction is characterized by heterogeneous abnormalities in blood flow perfusion and capillary density [5] . Restoring these capillary abnormalities by targeting not only the macrocirculation but also the microcirculation could become the gold standard in the future [6] [7] [8] . However, hemodynamic optimization in the intensive care unit (ICU) is only titrated on macrovascular parameters and no microvascular evaluation method is currently available for routine daily bedside monitoring. There is thus a crucial need to validate a technique able to give pertinent data that may guide the hemodynamic status optimization performed by physicians. To achieve this, the technique must provide physiologically relevant parameters that play a central role and can thus be used as markers of severity and outcome, based on which the hemodynamic strategy could be titrated. It must also be easy to use and provide readily interpretable data to ensure its adoption by all medical and paramedical staff and its inclusion within the global strategy for monitoring hemodynamics in ICU patients.
Using the sidestream dark field (SDF) or incident dark-field illumination (IDF) imaging technologies to assess sublingual microcirculation, several studies have reported a link between microvascular flow index (MFI) and the proportion of perfused vessels (PPV) and outcome [1, 4, 9, 10] . In one such study using a large database of patients with severe sepsis who had undergone evaluation of microvascular perfusion, De Backer et al. recently reported that PPV was a stronger independent predictor of mortality [4] . Their results suggest that these imaging techniques might provide pertinent parameters to guide the hemodynamic management of ICU patients and to prevent organ dysfunction. However, the microvascular measurements were semiquantitative and required time to analyze videos with use of software, thus preventing their real-time utilization to titrate necessary hemodynamic support [11, 12] . Before implementing these microcirculatory parameters in algorithms for hemodynamic resuscitation, we first needed to ensure the feasibility of monitoring and analyzing sublingual microcirculation in real time in daily practice. Thus the present study was designed to answer the following questions. Adult patients admitted to the ICU were enrolled in this prospective observational study when they were sedated and mechanically ventilated and had been equipped with an arterial catheter and a cardiac output monitor (PiCCO 2 device (Pulsion Medical Systems®, Munich, Germany)). The criteria for exclusion from the study were age <18 years, pregnancy, maxillofacial trauma and oral mucosal injuries hampering the performing of sublingual microcirculation monitoring.
Study design and measurements
After ICU admission and study inclusion, the nurse in charge of the patient performed a set of measurements of macrocirculatory and microcirculatory parameters every 4 h within the first 12 h after admission and before and after every hemodynamic therapeutic intervention, such as fluid challenge, transfusion of red blood cells (RBC) or change in catecholamine rate during this period. Macro hemodynamic data included heart rate, mean arterial pressure, delta pulse pressure (ΔPP) and cardiac index. Sublingual microcirculatory measurements were performed with an incident dark-field illumination device (Cytocam-IDF (incident dark-field illumination), Braedius Medical, Huizen, The Netherlands). Lactate concentration, hemoglobin concentration, norepinephrine or epinephrine dose during the procedure were gathered. The simplified acute physiology score II (SAPSII) at admission and the sequential organ failure assessment (SOFA) score were calculated at the inclusion of each patient.
Microvideoscopic measurements and analysis
The new technology Cytocam-IDF imaging device consists of a pen-like probe incorporating IDF illumination with a set of high-resolution lenses projecting images on to a computer-controlled image sensor synchronized with a short-pulsed illumination light. This technology was validated in a recent study that compared the Cytocam-IDF device with the SDF technology [13] . Flow characteristics of the microvasculature were quantified using the MFI, a semiquantitative technique consistent with recommendations from a consensus conference on microcirculatory image analysis in human subjects [14] . The image is divided into four quadrants and the vessels <20 μm diameter are assigned a score based on the predominant flow characteristics of the vessels in that quadrant (0 = absent flow; 1 = intermittent; 2 = sluggish; 3 = normal). The values in each quadrant are averaged to give an MFI for each sublingual site at each time point [14] . A quantitative measurement of the capillary density, the total vessel density (TVD, mm/mm 2 ), was also taken automatically with dedicated software (Cytocam video microscope, Braedius®, Netherlands).
Each set of measurements was performed at the bedside in real time by the nurse in charge of the patient. The nurse calculated the MFI score (nurses' real-time MFI) once a 5-s video sequence had been obtained. For assessment of density, the nurse qualitatively evaluated the type of density as poor, normal or rich (nurses' realtime TVD). Videos initially analyzed by the nurses were associated to an alphanumeric code to enable offline and delayed analysis (physician's delayed MFI and TVD) by a physician experienced in Cytocam-IDF analysis (ST) blinded to all clinical data and nurses' real-time MFI values.
Nurse training
Sixteen nurses were trained to use the device before the beginning of the study. All the nurses passed the training process. During the nurse training, we followed the guidelines for optimal image acquisition and analysis of microcirculation [14] . Briefly, the nurses underwent 90 minutes of didactic theoretical training and a minimum of 60 minutes hands-on training. This training was performed by a physician from the intensive care unit (ST). To prevent the pressure artifact, which is a main concern, it was recommended that the microscope be pulled back gently until contact is lost and then to advance the probe again slowly to the point at which contact is regained [14] . In order to be sure of the technical quality of the videos, the physician in charge of the training ensured that the quality of the videos made by the nurses was good.
After the theoretical training, the nurse and the physician compared the quality of videos successively obtained. No nurse has been authorized to take part in the study until the physician in charge of the training considered that the quality of the videos was good. We also agree that pressure artifact is a main concern. The quality of the nurses' videos has been analyzed by the Microcirculation Image Quality Score developed by Massey et al. [15] . Six categories (illumination, duration, focus, content, stability, and pressure) were used for scoring each video clip. Each category was scored as optimal (0 points), suboptimal but acceptable (1 point), or unacceptable(10 points). Massey et al. consider that any video with a cumulative score of 10 or higher is unacceptable for further analysis [15] . To assess flow, the nurses learned to divide the screen into four quadrants in order to quantify in real time the major flow type in each quadrant and calculate the MFI score. By convention, capillary density was considered poor for TVD <8 mm/mm 2 , normal for 8 ≤ TVD ≤12 mm/ mm 2 and rich for TVD >12 mm/mm 2 . Videos and photos showing different types of density (poor, normal and rich) were shown and explained to each nurse (Fig. 1) .
Statistical analysis
As most microcirculatory variables have a non-Gaussian distribution, the non-parametric Mann-Whitney test was used. Values are presented as the median (25th-75 th percentile). Categorical variables are expressed as a number (%).
Correlation between nurses' real-time MFI and the physician's delayed MFI was assessed using nonparametric Spearman's correlation. The agreement between these two MFI measurements was tested using the Bland-Altman method [16] . The physician's delayed MFI served as the reference standard for this study. The sample size estimate for the Bland-Altman method was based on 95 % confidence intervals around the standard deviation (SD) of the difference between the two measurements. As calculated by Bland and Altman the standard error of the 95 % limit of agreement is approximately root /n), where s is the standard deviation of the differences between measurements by the two methods and n is the sample size. Thus, we considered that if the limit of agreement given by d-2 s is around 0.5, a sample size of 75 would allow precision in the estimate of the limit of agreement around ± 0.05. The sensitivity and the specificity of the nurses' real-time MFI and TVD to respectively detect impaired microvascular flow and low microvascular density were calculated using the physician's delayed MFI and TVD as the reference standard. An impaired microcirculatory flow was defined as an MFI <2.5. A low TVD was defined as a TVD <8 mm/mm 2 . In order to test the potential heterogeneous performances between nurses, we calculated the delta of MFI measured by nurses and by the physician and used one-way analysis of variance (ANOVA) to compare the nurses. The data were analyzed using Prism, San Diego, California 4® for Mac OS X®. A p value <0.05 was considered to be statistically significant.
Results
Twenty patients were enrolled in the study. The main characteristics of these patients are presented in Table 1 . Table 2 provides hemodynamic data of patients. Seventy-four microvascular sets were performed by nurses (3.7 ± 1.0 mean ± SD measurements/patient). After acquisition of a video, the bedside analysis by the nurses of real-time MFI and TVD required less than 3 minutes. For technical quality of the nurses' videos, the Microcirculation Image Quality Score was 2.07 ± 0.86 (mean ± SD).
There were no significant differences between the nurses' real-time and the physician's delayed MFI evaluations (Fig. 2) . In fact these two values were strongly correlated (R 2 = 0.84, p <0.0001). Comparisons made using the Bland-Altman method showed good agreement between the nurses' real-time MFI and the physician's delayed MFI (Fig. 3) . The mean difference between the two MFIs was −0.15, SD = 0.28 (Fig. 1) . On analysis of the potential for heterogeneous performance among nurses, we observed no differences between nurses. The nurses' real-time MFI assessments had 97 % sensitivity (95 % CI 84, 99 %) and 95 % specificity (95 % CI 84, 99 %) for detecting a delayed MFI <2.5. For density, the median delayed TVD measured by the physician was 10.3 (8.9-12.2) mm/mm 2 . Eighty-one percent of the paramedical qualitative density measurements corresponded with the automatized delayed TVD measurements. The nurses' real-time TVD assessments had 77 % sensitivity (95 % CI 46, 95 %) and 100 % specificity (95 % CI 89, 100 %) to detect a TVD <8 mm/mm 2 .
Discussion
The main finding of this study is that a real-time bedside qualitative evaluation of MFI, feasible for performance by nurses, had good agreement with conventional delayed analysis by a physician, and had high sensitivity and specificity at detecting impaired microvascular flow and low capillary density. Microcirculatory dysfunction is a central abnormality in shock and represents a logical and promising therapeutic target. Several studies, especially in septic shock patients, have reported that macrovascular hemodynamic optimization using therapies such as fluid administration, RBC transfusion or catecholamine infusion could have different impacts on microcirculatory parameters [1, 4, [17] [18] [19] . Thus, defining the adequacy of resuscitation requires attention to both macrocirculation and microcirculation. However, to do this, physicians need a reliable and a relevant technique for assessing microcirculation for routine clinical application at the bedside.
De backer et al. demonstrated the relevance of sublingual microvascular parameters in terms of outcome [4] . In addition, these parameters are dynamic and are highly sensitive to systemic hemodynamic interventions such as fluid resuscitation, vasopressors or transfusion [1, 4, [17] [18] [19] .
While visualization of the sublingual circulation has improved in terms of image quality and speed of acquisition and analysis, the use of this technique is still limited in its routine application at the bedside, by its perceived complexity and offline analysis. Evolution of this technology requires the demonstration of the feasibility of data acquisition and analysis at the bedside by medical or paramedical staff, and their ability to guide the management of patient hemodynamics. In this context, the results of the present study are a major step towards rendering accessible this technique at the bedside.
Our results for the analysis of microvascular flow confirm those of Arnold et al. showing that SDF videomicroscopy of the sublingual microcirculation can be used to generate real-time bedside data on microvascular perfusion [20] . These authors found good agreement with conventional offline analysis of MFI (mean difference of −0.031, SD = 0.198 (95 % CI −0.43, 0.37)), and MFI bedside determination was highly sensitive (94 %) and specific (92 %) for detecting impaired microvascular flow. The agreement reported by Arnold et al. is slightly better than that in our present study; however, only one single operator performed the sublingual analysis for their entire cohort of patients. One particularity of our study is the prior training of a large number of nurses to perform microvascular monitoring. On the one hand, having this large number of nurses would be expected to increase inter-individual differences and lead to some bias; on the other hand, this group of nurses could allow us to perform clinical trials of therapies targeting impaired microcirculatory perfusion in ICU patients. Despite the bedside analysis being performed by several nurses, it should be noted that the real-time MFI assessment was excellent. This point is crucial in view of the potential regular use of this technique to alert physicians to the development of low microvascular flow based on the real-time MFI assessment.
For capillary density measurement, Bezemer et al. demonstrated that a rapid automatic assessment of microvascular density in SDF images is possible [12] . However, although their proposed method permitted a statistical gain in time to analyze the density compared with the previous technology (<30 s versus 10 minutes), software analysis was required which would be too difficult at the bedside to allow its real-time application. In this context, we decided to stratify density into three categories (poor, normal and rich). From previous studies comparing sublingual density in critically ill patients, this stratification appears suitable by reflecting patient outcome, severity of illness or efficiency of various therapies such as transfusion, fluid challenge or catecholamine infusion [4, 21] . We found this paramedical evaluation to be simple and quick to perform at the bedside, and found that the visual qualitative assessment of density correlated well with the automatic software measurement, offering good sensitivity and specificity for detecting low density (TVD <8 mm/mm 2 ). As previously mentioned, the fact that the bedside evaluations of MFI and TVD were highly sensitive and specific for detecting impaired microvascular flow and low capillary density suggests that this real-time technique could become part of the nursing supervision. As soon as an impairment of sublingual microcirculation is recognized by nurses, the physician may guide resuscitation to optimize sublingual microcirculation.
We acknowledge some limitations. First, the study included image acquisition only by nurses (images acquired by nurses were reviewed, but images acquired at the same time by physicians were not available). However, the fact that the quality of the nurses' videos was excellent reasonably excludes the possibility that nurse image acquisition did include a bias. Second, we have only evaluated the TVD and not the perfused vessel density (PVD), which seems to be a better reflection of functional network density [14] . However, considering the need for an efficient real-time bedside analysis, nurses found visual density stratification easy to perform in contrast to the determination of only perfused vessels. Third, it was impossible to measure other microvascular parameters with this bedside analysis, such as the proportion of perfused vessels or the heterogeneity index. However, according to recommendations, the evaluation of one index of capillary density and one index of capillary flow seems fitting in a first approach to analyze the microcirculation network [14] . Fourth, these very encouraging results must be confirmed with a larger number of patients and measurements.
Conclusion
A real-time bedside qualitative evaluation of MFI and TVD by nurses had good agreement with conventional delayed analysis by a physician, and was highly sensitive and specific for detecting impaired microvascular flow and low capillary density. These results suggest that this real-time technique could become part of the usual surveillance performed by ICU nurses and could be implemented into hemodynamic algorithms in future clinical trials and in regular practice. These results are an essential step to demonstrate whether these real-time measurements have a clinical impact in the management of ICU patients.
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